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FREQUENCY 



Low distortion of output waveform from new 10 c/s - 10 Mc/s solid-state Test Oscillator 
is typically well below -40 dB throughout major part of broad frequency range. In addition 
to low distortion, Test Oscillator has excellent amplitude stability, uniform frequency re- 
sponse, and 90-dB calibrated attenuator with both 50-ohm and 600-ohm outputs for 
increased wideband measurement flexibility. (This is Fig. 1 of article beginning on page 2.) 
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Maximum power output vs. frequency of typical -hp— Model 467A Power Amplifier is 
shown by upper curve, which plots maximum voltage obtainable without waveform clip- 
ping. Other curves show output voltage vs. frequency with constant level input. General 
purpose power amplifier combines stable DC-coupling with response to well beyond 1 
Mc/s. (This is Fig. 2 of article beginning on page 5.) 
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A NEW lOc/s-lOMc/s TEST OSCILLATOR WITH 
ENHANCED OUTPUT CAPABILITIES 

The performance possible with state-of-art techniques has 
been incorporated in a general-purpose test oscillator. 




"nk of thk \v«irk;ula y helpmates of 
many laboratories has been the -hp- 
Model fi50A lest Oscillator, an instru- 
ment that is widely appreciated as an 
easy-to-use. reliable, source of sine 
waves from lOc/s to Ml Mc/s. By virtue 
of its 1.00(1.00(1 to I frequency range, 
the Model 650A has found extensive 
use as a basic laboratory tool in testing 
circuits in the audio, ultrasonic, video 
and radio frequency ranges, in wide- 
band response testing oi filters, trans- 
formers and broadband amplifiers, or 
in just plain tinkering. 

Now. a new wide-range test oscilla 
tor. one that uses new solid-state com- 
ponents to achieve improved perform- 
ance, has been designed in the -hp- 
Loveland laboratories. This light- 
weight instrument likewise has a 10 
r/s-10 Mc/s frequency range, a 6-volt 
open-circuit output capability, and an 
output thai is matched for 600-ohm 
loads, but it also has a second output 
capable of supplying up to 200 m\V 



Fig. 2. Solid-slate test oscil- 
lator has wide frequency 
range and output flexibility 
required by laboratory ap- 
plications. Accurate atten- 
uator and monitor meter 
assure well-defined output 
power levels. New test os- 
cillator has frequency and 
amplitude stabilities of 
high order. 



into a matched 50-ohm load. However, 
it is not necessary that a load be 
matched to either output, as the oscil- 
lator can diive any load impedance 
without distortion, including more 
than tiO mA rms into a short circuit. 

The amplitude ol the signal deliv 
ered by the new oscillator is excep- 
tionally stable, varying typically less 
than ±0.1' ,, from nominal in a 17- 
hour period (Fig, 3) . Stability ol this 
constancy is especially appreciated 
when the oscillator is used as a power 
source for af or rf bridge measure- 
ments or in other precision measure- 
ments where small changes in the test 
signal amplitude could affect the 
measurement significant lv. 

The oscillator has a highly accurate 
output attenuator with a range o| 00 
dB in 10-dB steps, enabling the instru- 
ment to Muppls calibrated voltages 



from 



A' to over 3 V rms into 



matched loads from either output. An 
output monitor meter that is specified 
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Fig. 3. Plot of typical amplitude stability of new Test Oscillator shows variations 
less than ±0.1% for 17-hour period. 



with regard to accuracy is included, a 
fact which places this new instrument 
in the class of signal generators, even 
though by convention it is called a 
lest oscillator. 

In other respects as well, the new 
oscillator attains higher levels o( per- 
formance. The frequency response 
varies less than ±2% and the distor- 
tion is less than 1% over most of the 
frequency range, short term frequency 
stability is typically within 10 ppm 
and total hum and noise is less than 
0.05% of the output. On the whole, 
the new oscillator supplies a high qual- 
ity, stable waveform over a wide fre- 
quency range. 

OUTPUT IMPEDANCE 

The 50-ohm output is ol special 
interest because of the flexibility it al- 
lows in oscillator usage. Transmission- 
line analysis has shown that the volt- 
age at the far end of a lossless line 
matched to the source is independent 
ol frequency and line length and, as 
long as the load is resistive, the output 
voltage is affected only by the ratio ol 
the load and source impedances. II the 
load is reactive, the output is also af- 
fected by frequency but is independent 
ol line length. The oscillator thus may 
be brought directly to a distant load, 
in elfect, simply by carrying the os< il- 
lator signal on a cable man bed to the 
osi illator output. 

The impedance of the load, whether 
reactive or resistive, whether high or 
low, has negligible ellect on the per- 
formance of the oscillator. The oscilla- 
tor is able to drive any load impedance 
through either output without distor- 
tion or frequency "pulling'' As men- 
tioned previously, it can drive a short 
circuit, supplying undistorted current 
sine waves of more than 60 milliam- 
peres rms at any frequency through 
the 50-ohm output. 
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The instrument can be source- 
matched to any cable impedance Z„ 
higher than 50 ohms simply by addi- 
tion of an appropriate padding resistor 
R, in series with the 50-ohm output 
(R, = Z„ — 50). It is thus possible to 
use the oscillator for testing 135-ohm 
larrier system telephone lines and 000- 
ohm local subscriber loops as well as 
the tiOO-ohm program lines. 

OUTPUT CIRCUITS 

The wide-range output attenuator 
has four 50-ohm pi-sections, two of 
which are designed for 30 dB of at- 
tenuation, one foi 20 dB and one for 
lo ilB. The attenuator switch cascades 
the sections in various combinations to 
reach 90 dS attenuation in 10-dB steps. 
The attenuator is accurate within 
+ 0.1 dB at (/// settings, an accuracy 
that makes the oscillator well-suited 
for measuring the range-to-range track- 
ing accuracy of AC voltmeters. The 
frequency response of the attenuator 
is flat throughout a frequency range 
well beyond that of the oscillator itself. 

The average-responding monitor 
meter reads the input voltage to the 
attenuator with an accuracy of ±2% 
of full scale and with a frequency re- 
sponse flatness that varies less than 
±1% from 20 c/s to I Mc/s. The Hat 
response of the meter, in conjunction 
with the excellent amplitude stahilit\ 
and frequency response of the osc illa- 
tor, makes the new instrument well 
suited for calibrating AC voltmeters 
over a wide frequencv range. The os- 
cillator need be calibrated at only one 
frequencv. and it may then be swept 
manually through the frequency range 
of an AC voltmeter to find any peaks 
or dips in the voltmeter response. Os- 
cttlator response is particularly con- 
stant throughout the all-important 
audio range. 

CIRCUIT FUNDAMENTALS 

A block diagram of the new wide- 
range test oscillator is shown in Fig. 4. 
The master oscillator-power amplifier 
circuit configuration is used to isolate 
the oscillator from the load. In the 
oscillator section, positive feedback for 
sustaining oscillations is supplied from 
the oscillator amplifier to a capaci- 
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Fig. I Blorh diagram of Model 651 A Test Oscillator 



lively-tuned Wicn bridge that estab- 
lishes the operating Ircqueui ) 

Negative feedback, which assures 
waveform purity by limiting the oscil- 
lation amplitude to the linear operat- 
ing range of the transistors, is applied 
through an amplitude-controlled cir- 
cuit. Forward-biased diodes serve as 
variable resistances in the negative 
feedback path lo control the feedbac k 
ratio, as in the popular -hp- Model 
20-1B 5 c/s-600 kc/s transistorized Os- 
cillator.' Diode bias is closely regulated 
by a circuit that derives a control sig- 
nal from comparison of the oscillator 
output to the stable breakdown volt- 
age of a /ener diode. An exceptionally 
high degree Of amplitude stability is 
thus at hieved. 

The tight control ol the output am- 
plitude also contributes to the Mat fre- 
quency response, which is level within 
• 2% between 100 c/S and 1 Mc/s. 
within ±i$% between 10 and 100 > s, 
and within =h4% between 1 and 10 
Mc/s. 

1 David S. Cochran, "The Transistorized RC Oscillator," 
Hewlett Packard Journal, Vol. 13, No. S, Ian . 1962. 



The power amplifier is almost 
identical in design to the oscillator 
amplifier, including a complementary' 
symmetry emitter-follower pair in the 
output stage, but it is capable oi laigei 

voltage swings and much more Output 
power, up to 200 mVV into a 50-ohm 
load. A potentiometer between the 
oat illator and the power amplifier pro- 
vides more than 20 dB of continuous 
amplitude control for interpolating 
between the steps of the output atten- 
uator. 

SOLID-STATE CIRCUITRY 

While attaining the definite advan- 
tages of reliability, ruggedness. light 
weight, anil tool o|>eration, the use of 
recently-developed solid-state circuitry 
in the new instrument has also realized 
important improvements in perform- 
ance. The osi ill.iior-amplifier, with the 
aid ol new high frequency transistors 
and a boot-strapped dilferential ampli- 
fier in the front end, has a frequency 
response that extends to .15 Mc , s al the 
3-dB point. The phase shift at 10 Mc s 
thus is negligible, even when chiving 




Fig. 5. Typical frequency stability of Model 65 1 A Test Oscillator at 5 Mc/s is 
shown /or an 8-hour period. 
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Fig. 6. New -lip- Model 6S1A Test Oscillator has cali- 
brated outputs lor either 50 or 600 ohms hut can drive 
any load impedance without distortion throughout 10 c/s 
to 10 Mc/s frequency range. Options provide for out- 
puts calibrated for and matched to higher impedances. 
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Fig. 7. Typical frequency response of new wideband Test 
Oscillator with fixed setting of Amplitude and Attenu- 
ator controls. Ad/usting Amplitude control to main- 
tain monitor meter at constant deflection enables output 
level to be held within better than 1% up to 4 Mc/s. 



the low impedance of the Wicn bridge 
at that frequency. The advantages ol 
the Wicn bridge oscillator circuit, i.e.. 
low distortion, high stability, and Hat 
frequency response, are thereby made 



available up to 10 Mc/s. In the new 
oscillator, distortion is less than I' , 
from 10 c/S to 5 Mc/s and is no mote 
than 2% at 10 Mc/s (see Fig. I. front 
page). Willi total distortion products 
ol this low order, the oscillator is well- 
suited for testing circuit linearity. Fre- 
quent v Stability is as high as 1(1 ppm at 
5 Mi s in a normal room environment, 
as shown in Fig. :>. and is even better 
than this at lower frequencies. 

Low impedance transistor circuitry, 
however, severely loads a capacitively- 
turted Wicn bridge at low frequencies 
where the impedance ol the bridge is 
high. For instance, to oscillate at 10 c/s 

with a typical liOII pi variable air ca- 
pacitor, the bridge resistors have to be 
about 26 megohms (f„ = I '2-RQ. For 
this reason, earlier transistorized K(; 
osi illators used fixed capacitors of rela- 
tively large si/e and are tuned by vari- 
able resistances of a value compatible 
with transistor circuitry. 

The field-effect transistor (FET) now 
makes available a solid-state circuit 
thai has an inpul impedance of over 
2500 megohms. The low-noise FET in 
the new test oscillator is connected as 
a "source-follower." the FET equiva- 
lent of the emitter-follower, to couple 
the high impedance Wien bridge to 
the low impedance transistor ampli- 
fiers on the low-frequency ranges. Thus 
it is that the new -hp- Model fi51A 
Test Oscillator can use a capacitivcly- 
tuned Wien bridge to span the entire 
frequency range from 10 c/s to 10 
Mc/s with an all solid-state oscillatur- 
amplifier. 

MONITOR METER 

The monitor meter is driven by an 
amplifier that has a boot-strapped col- 
lector load. The amplifier therefore 
functions as a linear high-impedance 



current source that is insensitive to 
temperature-induced < hanges in resist 
ance of the copper meter coil. 

The voltage scale of the meter is 
calibrated when either the 50-ohm 01 
(illO-ohm output is piopctlv loaded. A 
50-ohm feedlhiough termination (-hp- 
Model I 101X11) may Ik- used to obtain 
a calibrated outpui when driving high 
impedanc e loads. 

The dBm scale normally is cali- 
brated to read the power delivered to 
a 50-ohm system, and optional metei 
iir< nils with the dB si ale calibrated 
for operation with liOO-ohm systems 
have been designed. Meter and attenu- 
ator circuitry lor a 75-ohm output 
have also been designed and. on spc- 
< ial order, the instrument may be built 
for calibrated operation with bighei 
impedances. 

GENERAL 

The backlash-free FREQUENCY dial 
has an indicia that lies in the same 
plane as the dial to eliminate parallax, 
thus achieving accurate sctabilm and 
reseiability. Accuracy Of dial setting is 
better than 3% throughout the entire 
frequency range, including warm-up 
drifi and -+- 10% power line variations, 
and is belter than 2% between 100 c /s 
and 4 Mc/s. 
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SPECIFICATIONS 
-hp- 
MODEL 6S1A 
TEST OSCILLATOR 

FREQUENCY RANGE: ]0 c/s to 10 Mc/s, 6 

bands, dial calibration: 1 to 10. 
DIAL ACCURACY (including warm-up drift and 

± 10% line variations): 

j_2%. 100 c/s to 1 Mc/s 

-3%. 10 c/s to 10 Mc/s 
FREQUENCY STABILITY: Typically 10 ppm/ 

OUTPUT: ZOO mW (3.16 V into 50 ohms); 16 
mW (3.16 V into 600 ohms); 6.3Z V open 
circuit. 

DISTORTION; Less than 1% 10 c/s to 5 Mc/s. 
approximately 2% at 10 Mc/s 

HUM AND NOISE: Less than .05% ot maxi 
mum rated output. 

OUTPUT MONITOR: Voltmeter monitors level 
at input to attenuator in volts or dB Top 
scale calibrated in volts Bottom scale cali- 
brated in dB. 

ACCURACY: ±2% at full scale 

FLATNESS: 

±1% at full scale, 20 c/s—4 Mc/s 
±2% at full scale. 10 c/s-10 Mc/s 
FREQUENCY RESPONSE: 

Flat within: ±2% 100 c/s to 1 Mc/s 
±3% 10 c/s to 100 c/s. 
±4% 1 Mc/s to 10 Mc/s 
AMPLITUDE CONTROL; 20 dB range (nominal) 
ATTENUATOR: 

RANGE: 90 dB in 10 dB steps 

OVERALL ACCURACY: ±0.1 dB 

Z._ - 50 ohms and 600 ohms." 
TEMPERATURE RANGE: 0"C to I 50'C 
SIZE: Nominally 5V, in. high x 16 1 .* in wide x 

13',i in deep 
WEIGHT: Net. 17 lbs (7.65 kg). Shipping. 22 

lbs. (9,90 kg). 
POWER: 115V/230V ±10%, 20 watts. 50 to 

1000 c/s. 
PRICE: 

-hp- 651A. S590.00. 

Option 01: Output Monitor top scale cali- 
brated in dBm/600'..'. Bottom scale cah 
braled in volts $615.00. 

Option 02: Output impedance: 75 ohm and 
600 ohm Output monitor top scale cali- 
brated in dBm/753. Bottom scale cali- 
brated in volts. $615 00. 
ACCESSORIES AVAILABLE (Not furnished): 

11005A Line Matching Transformer for bal- 
anced 600-ohm lines. 20 c/s-45 kc/s 
($80.00) 

11004A Line Matching Transformer for bal- 
anced 600-ohm or 135-ohm output. 5—600 
kc/s ($60.00). 

11001 A Cable, male NBC to dual banana 
plug ($5 50). 

11048B 50-ohm Feed-thru Termination 
($10 00) 

Prices f o b. factory 
Data subject to change without notice 



* Other output impedances above SO onms available on 
special order, 
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A LOW-DISTORTION AMPLIFIER 
SUPPLYING 10 WATTS PEAK 
FROM DC TO BEYOND 1 Mc/s 



A new amplifier has sufficient 
bandwidth to enable if to serve 
at dc or RF and sufficient power to 
be used as an electro-mechanical driver. 



/\ u IDE-BAND power amplifiei can per- 
form a number of useful functions in 
instrumentation set-ups. It (.an increase 
the signal power from oscillators or 
other signal sources for directly driv- 
ing l° n S transmission lines, galvanom- 
eters, magnetic tape recording heads, 
memory cores, transducers, or other 
electro-mechanical devices. It can serve 
as an RF power amplifier and, if it 
also has dc capability, it is useful as a 
data amplifier or as a driver for ser- 
vomotors in breadboard set-ups. 

In response to the demand lor an 
amplifier that has both power capabil- 
ity and wide frequency response, a new 
wideband power amplifier has been de- 
veloped in the -hp- Laboratories. This 
amplifier has a rated al power capabil- 
ity of 5 watts over a frequency tatige 
from 0 to beyond 1 Mc (a, and at dc or 
on ac peaks it is capable of 1(1 watts 
output. It has an output impedance 
that is virtually zero, ac tually less than 
(1.(11(5 ohms in series with I,.H. and it is 
thus able to drive practically any load 
impedance within its 40 volt and 1 am- 
pere peak-to-peak ratings. 

The gain of the new amplifier is c on- 
trolled by a front panel switch in four 
steps, X 1. X 2, X 5. X 10- Gain ac- 
curacy is within 0.3";, of the indicated 
setting for the fixed gain positions but 
a variable position allows selection of 
any value of gain between 0 and 10. 

Distortion in the new amplifier has 
been held to an extremely low level. 




Fig. 1. New Model 467A Power Amplifier (foreground/ combines dc 
coupling and greater than I Mc/s response with power capability. Here 
it increases output power of test oscillator for driving synchronous motor 
in frequency response test of photodetectors. New amplifier also serces 
as -20 V. '/■•-amp power supply. 



Distortion is less than 0.01% at 1 kc/s, 
even at full power output, and at 100 
kc/s, it is less than 1%. Amplitude lin- 
earity is within 0.01 '', al a full output 
ol 1 ampere peak-to-peak from dc to 
I ki s, and within 0.5'';, up to 100 kc/s. 
In addition, the dc drift is low, the out- 
put level changing less than ±0.01' , 
of the full scale range pet degree C. 
ACCIDENT-PROOF 
The amplifier is designed to be vir- 
tually indestruc tible from overloads or 
abnormal signal levels, a desirable fea- 
ture when it is to be used for bread- 
board applications in the laboratory. 
It survives without damage input volt- 



ages as high as 200 volts p-p and is not 
at all banned by short circuits across 
the output terminals. To protect deli- 
cate components that may be con- 
nected to the output terminals, special 
Circuitry is included to eliminate luin 
on and turn-oil transients. 

DC POWER SOURCE 

The amplifier also serves as a power 
supply capable <>f supplying ±20 V 
with a regulated output that changes 
less than 10 mV lor a O-to-i/j ampere 
change in output current. Because of 
its dc coupling, its low output imped- 
ance and I vampere dc capability, it 




; - - ! MV At OUTPUT 



'—11 



ii±±r 





Fig. 3. Graph shows typical dc stability of new wideband Power Amplifier. 
( Noise at output is independent of gain setting.) 



Fig. 4. Oscillogram shows typical step re- 
sponse of new Power Amplifier driving 
40-ohm load for both positive and negative 
I -volt steps at input. Sweep speed: 0.1 
ps/cm; vertical sensitivity: 5 V/cm. 
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Fig. 5. Simplified block diagram of -hp- Model 4K7A Wideband Power 
Amplifier. Use of separate pre-amps lor low and high frequencies in 
sures wideband response wilh dc stability. 



was a simple mailer to increase ihe am- 
plifier's versatility in this way simply 
by including a reference voltage in the 
Circuit design to control the output 
voltage. The reference voltage is 
switch-controlled from the front panel, 
allowing the full scale power supply 
output to be set from * 1 V to ±20 V. A 
vernier control provides 0.1% resolu- 
tion in each position. 

An interesting characteristic of the 
instrument as a power supply is that 
the vernier control can sweep continu- 
ously through the whole range from 
maximum negative to maximum posi- 
tive volts. The output voltage polarity 
may thus be changeil without switch- 
ing or lead (hanging, a useful feature 
in semiconductor diode testing, for ex- 
ample, where a continuous sweep from 
reversed bias to forward bias is re- 
quired. 

CIRCUIT DESIGN CONSIDERATION 

The new Power Amplifier has sepa- 
rate pre-amplifiers for the low and 
high frequencies, as shown in the block 
diagram of Fig. 5. This allows the tran- 
sistors in the high frequency pre-amp 
to be biased for optimum high fre- 



quent y performance while at the same 
lime the iransistors in the low fre- 
quency pre-amp can be operated at 
low current levels to minimize drift. 
Thus, low dc drift and Hat high fre- 
quency response are both obtained. 
Over HO dB of feedback is employed in 
a multiple-loop circuit configuration 
to maintain low distortion and stable 
gain. 

The dc stability of the new amplifier 
is shown by the strip chart recording in 
Fig. S. The excellent high frequency 
performance is attested to by the step 
response shown in the oscillogram of 
Fig. 1. Risetime is faster than 0.2,,s 
and there is no overshoot. The fre- 
quency response is specified conserva- 
tively as dc to 1 Mc/s. but this is at full 
power output with less than 3% distor- 
tion. The frequency response plotted 
in Fig. 8 shows that the response is 
essentially flat to I Mc/s and that the 
S-dB points occur considerably above 
I N|i s, depending somewhat on the 
load. The power output capability as a 
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function of frequent y is diagrammed 
in Kig. 2 (on front page). This shows 
the maximum peak-io-pcak voltage 
across a 10-ohm load that it is possible 
to obtain without waveform i lipping. 
The maximum available output power 
in any event is not limited l>\ t hernial 
considerations but rather by peak 
available voltage and current. 

The distortion is plotted as a func- 
tion of frequency in Fig. »i. This shows 
that the distortion is extremely low in 
the audio range, in fa< t so low that it 
is difficult to measure. Distortion is still 
well below 3% at I Mc/s. Phase shift 
vs. frequency is shown in Fig. 7. Here 
it is noted that the phase shift is less 
than 1% at 10 kc/s and is much less 
than 45 c at I Mc/s. 

The basic gain of the amplifier is de- 
termined by low-temperature-coeffi- 
rieni metal film resistors in the feed- 
bat k networks and is accurate within 
0.1% at. dc. In combination with du- 
plet ision attenuator, this assures an 
overall gain accuracy of better than 

ii. .v, from dc to io kc/s. The input im- 
pedance is ">0 k ohms shunted by less 
than 100 pF capacitance. 

A relay in the output circuit delays 
connection to the output for a fraction 
ol a second on turn-on until the ampli- 
fier stabilizes. The same relay discon- 
nects the output terminals on turn-off. 
This protects external circuitry from 
possible damage caused by output 
surges on turn-on or turn-off or by line 
power interruptions. Such surges, often 
overlooked in amplifier design, are 
otherwise difficult to avoitl. The out- 
put transistors are protected from 
damage resulting from any load condi- 
tion, including short circuit, by inter- 
nal current limited power supplies and 
convection-cooled heal sinks. 
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Fig 6. Harmonic distortion in output of typical amplifier while 
driving 40-ohm load with 40 V p-p sine wave (5 watts). 



Fig 7. Typical phase shift in new amplifier as a function 
ol frequency for two values of load resistance. 
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APPLICATIONS 

I he high power capabilities and low 
• iiii|)iu impedance "I the new ampli- 
fier make it useful in many applica- 
tions. The low distortion level insures 



SPECIFICATIONS 
-fcp- 
MODEL 467A 
POWER AMPLIFIER /POWER SUPPLY 

POWER AMPLIFIER 
VOLTAGE GAIN (non inverting). 

FIXED STEPS: x 1. » 2. X 5. X 10. 

VARIABLE. 0-10. resolution is better than 
0.1% of output. 
GAIN ACCURACY: - 0.3 ., from dc to 10 kc/s 

with load of 40 or more ohms 
FREQUENCY RESPONSE Ion fixed steps): 

±1.0% from dc to 100 kc/s ~10% from 

dc to 1 Mc/s. 
OUTPUT: 20 V peak at 0 5 amp peak 
DISTORTION: Less than 0 01% at 1 kc/s: less 

than 1% at 100 kc/s, less than 3% at 

1 Mc/s. 

INPUT IMPEDANCE: 50k ohms shunted by 
100 pF 

TEMPERATURE COEFFICIENT: Less than 12 
mV/'C at output. 

DC POWER SUPPLY 
VOLTAGE RANGE: Greater than -20 V. ±10 

V, -ti V, ;! V. *l V; with continuously 
variable vernier between ranges with resolu- 
tion better than 0.1% of full output. 
CURRENT: I 0 5 amp 

LOAD REGULATION (front panel connector): 
Less than 10 mV for load change from 0 to 
0.5 amp. 

LINE REGULATION: Less than 10 mV for a 

n 10% change in line voltage 
TEMPERATURE COEFFICIENT: 

Less than -0.05%/"C 

GENERAL 

OUTPUT IMPEDANCE (Front panel connector) 

Less than 5 milliohms in series with 1 mH 
CAPACITIVE LOAD: 0.01 »T or less does not 

cause instability. 
RIPPLE AND NOISE: Less than 5 millivolts 

peak-to-peak at output 
CURRENT LIMIT: Less than 800 mA 
INPUT-OUTPUT TERMINALS: Front panel K ' 

spaced banana terminals for input, output. 

and chassis. Rear panel: BNC terminals for 

input and output Amplifier common may 

be floated 200 V dc above chassis. 
OPERATING TEMPERATURE RANGE: 

Oto t-50'C. 
WEIGHT: Net, 10 lbs. .4.5 kg). Shipping. 16 

lbs (7,2 kg). 
POWER REQUIRED: 115/230 V ±10%, 50- 

1000 OS. approximately 35 W at full load. 
SIZE: 5% m wide x SVi in high Iwith detach 

able feet) x 11 in deep behind front panel 
PRICE: »5 75 00 

Prices f.o b factory 
Data subiect to change without notice 



Fig. 8. Typical amplifier 
small-signal frequency re- 
sponse (below level of volt- 
age or current limiting) is 
essentially flat to several 
Mc/s with either low or 
high impedance load. Ordi- 
nate is voltage gain in dB. 
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that the power output of oscillators 
i an be increased without impairing 
performance. The exceptionally low 
distortion in the audio range means 
that audio components may be evalu- 
ated without concern for signal deg- 
radation in the amplifier. 

The fast step response and 500-mA 
current output enable the amplifier to 
drive magnetic cores or tape rccortler 
heads directly. It may also be used to 
power incandescent lamps or. with the 
aid of a step-up transformer, neon 
lamps to provide excitation for photo- 
diodes or photoconductors. Since full 
power is available up to 1 Mc/s, the 
new amplifier can also function as a 
radio frequency transmitter or as a 
driver for ultrasonic transducers. 

If signals greater than 10 volts |>-p 
are needed, two power amplifiers, 
driven from a differential source such 
as the -hp- Model 200CD Oscillator, 
may be connected as shewn in Fig. 10. 
This enables 80 volts |vp at 1 amp p-p 
to be obtained. 

Because of the gain adjustment pro- 
vided, the amplifier also functions as an 
accurate stepped attenuator with 0.1",', 
accuracy or as a continuously variable- 
attenuator with 0.1% resolution. 

The small phase shift introduced by 
the amplifier, as shown in Fig. 7, en- 
hances the use of the amplifier in feed- 
back systems. The positive gain and 
wide bandwidth allow the new power 
amplifier to be enclosed in the feed- 
back loop with little difficulty. 

One interesting application con- 
cerns use of the new power amplifier 
enclosed in an operational loop with 
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Fig. 9. Model 467 A Power Amplifier has 
maximum output of ±20 V pealt at 0.5 
amp peak, und response that extends from 
dc to beyond 1 Mc/s. 

the Dymer Model 2lfi0.\ Operational 
Amplifier* as a preamplifier, as shown 
in Fig. II. With this combination, the 

power capabilities of the Model 467A 
are combined with the low drift and 
high gain of the Dymec 2460A to make 
an operational amplifier of excep- 
tional characteristics. Add a d-c motoi 
to the above combination, and it forms 
a complete servo system. 

The amplifier may also be consid- 
ered a programmable power supply 
since plus or minus two volts across 
the input terminals (which draws ;±;40 
ruicroamps) is sufficient to provide full 
output. Because of the wide band- 
width inherent in the device, transient 
recovery time for a i/i-amp current 
c haiige is less than 50 ^s. 

* Robert ). Stretilow. "A Solid-State Operational Amplifier 
of High Stability," Hewlett-Packard Jinnial. Vol. 14. No 
3-4, Nov. -Dec 1962. 




Fig. 10. Use of two power amplifiers in 
push-pull configuration doubles available 
output voltage. 
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Fig. 11. Use o/ cascaded high-gain opera- 
tional amplifier and new power amplifier 
achieves operational power amplifier of 
high stability. 

MECHANICAL DESIGN 

The new -bp- Model 467 A Power 
Amplifier/Power Supply is in the -hp- 
i/j-rack-wiilih module, suitable for use 
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Noel M. Pace Myles A. Judd 



Noel Pace, with Hewlett-Packard since 
1957, was assigned initially to work as 
a development engineer on the Model 
405A Digital Voltmeter, followed by work 
on the 457A AC-to-DC Converter. Noel 
transferred to the —hp— Loveland Divi- 
sion in 1961 where he has been con- 
cerned with the 403B Transistorized 
Voltmeter, the 3550A Telephone Test 
Set. the 465A Amplifier, and the 651A 
Test Oscillator. He presently is group 
leader in oscillator and amplifier devel- 
opment within the audio video section 
at the Loveland Division. 

Noel graduated from Stanford with a 
BSEE degree and has done graduate 
study at the University of California. He 
also served 3 years as a communica- 
tions officer in the U. S. Army Signal 
Corps. 

Myles Judd joined the -hp- Loveland 
Laboratories as a development engineer 
in 1962 following graduation from Brig- 
ham Young University with the degree 
of Bachelor of Engineering Science (5- 
year course). Since joining -hp- Myles 
has worked on precision test oscillators. 
As a student, he had summertime em- 
ployment as a junior engineer in logic 
design for a computer manufacturer. 



on the bench or installed with other 
instruments in a rark adapter. Input 
and output connectors are provided on 
both front and rear panels. 

The instrument is completely solid 
state and is quite compact and cool 
running compared to vacuum-tube 
amplifiers in this power range. It con- 
sumes only 35 watts at full output. 
Careful design of the heat sink lor the 
power supply and output transistors 
allows the dissipation of considerable 
internal power. In an ambient tem- 
perature as high as 50 C C. the junction 
temperatures of the transistors are 
maintained well within their ratings 
even at continuous lull power QUtpUl 
or in short circuit operation. 
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Bob Strehlow joined Hewlett-Packard 
in 1957 as a development engineer after 
obtaining his BSEE degree from the Uni 
versity of Wisconsin. He has also ob- 
tained an MSEE degree at Stanford, 
under the -hp- Honors Cooperative 
Program, and is currently working to- 
ward the degree of Electrical Engineer. 

At -hp-, Bob first worked with the 
production aspects of the Model 425A 
Microvolt-Ammeter and then entered a 
lengthy research program concerned 
with photoconductor choppers for low- 
level dc amplifiers. He also designed the 
2460A Operational Amplifier, now pro- 
duced by the -hp- Dyrnec Division, and 
worked on the -hp- Model 3460A Digi- 
tal Voltmeter as well as the 467A Power 
Amplifier. In addition, Bob designed spe- 
cial servomechanism controls for ma- 
chine tools used in -hp- production. 

Bob is a member of the IEEE and also 
belongs to Tau Beta Pi and Eta Kappa 
Nu. 



CYCLES PER SECO 

A year or so ago the Hewlett-Packard 
Journal published* a table of the SI Sys 
tern of Units of Physical Quantities. This 
Table had been adopted by the Inter- 
national Conference on Weights and 
Measures and subsequently by the Na- 
tional Bureau of Standards for use in 
its publications. 

One of the units listed in the table 
was the unit hertz for frequency. As a 
result of this listing in the Journal, many 
have inquired and urged our adoption 
of this unit in place of cycles per second. 

Recently, however, the IEEE, through 
its Abbreviations Subcommittee of the 
Symbols Committee, issued a new 
Standard Symbols for Units (IEEE No. 
260. dated January. 1965). This Stand- 
ard is consistent with most of the units 
in the International System. With re- 

* "Inttnutiorut System of Units." Mtwlett PjcHrfl 
Jiiml, Vol. 15, No. 7, March. 1965. 
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gard to units of frequency, though, the 
Standard retains cycles per second (c/s) 
with the notation that the International 
Electrotechnical Commission recom- 
mends the name hertz (Hz). Very likely, 
a major reason for retaining cycles per 
second is the fact that the unit hertz is 
little known in the power field in the 

u s. 

It is understood that the IEEE, in its 
publications, will use whichever unit is 
preferred by an individual author. 

The Hewlett-Packard Journal has 
adopted a similar policy, i.e., both cycles 
per second and hertz may be used for a 
transitional time of a year or more. It is 
expected that full adoption of the unit 
hertz will then be made after this time 
and after broader knowledge of the unit 
exists. 

— Editor 
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